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CONTACT PERSON: CHEN XIAOLING 
SUBMITTING FOR:  / 
VENDOR/MANUFACTUR
ER NAME: 

ZHONGSHAN FIRST MOUNTAIN ELECTRICAL APPLIANCE COMPANY LIMITED  

ADDRESS: NO.31 HESUI INDUSTRIALL BLVD SUICHENG VILLAGE,DONGFENG 
TOWN,ZHONGSHAN,GUANGDONG PROVINCE, CHINA 

CITY: / 
STATE:  / 
ZIP: / 
 
Sample Description: DISPOSBLE FACE MASK(STYLE NO.:F001,BRAND:FIRST) 

Product Date 2020.06.30 Product Dimension: 17.5*9.5CM 

Color: BLUE Batch No: FIRST001 
Country of Origin: / Country of Destination: CHINA 

Buyer Name: / Number of Sample 
Submitted: 60 

 
 
 
 

EXECUTIVE SUMMARY: 
1. The sample has been tested and the tested items does not meet the requirements of BS EN 14683: 2019 ,due 

to the following: Microbial cleanliness. 
2. Remark: Bacterial filtration efficiency(BFE) & Differential pressure & Splash resistance pressure & 

Microbial cleanliness test were subcontracted test items 
 
TEST REQUESTED REFERENCE 

METHOD 
CONCLUSION FAILED RESULT REQUIREMENT 

Bacterial filtration efficiency(BFE) BS EN 14683: 
2019 

Appendix B 

Pass / / 

Differential pressure BS EN 14683: 
2019 

Appendix C 

Pass / / 

Splash resistance pressure BS ISO 22609: 
2004 

Pass / / 

Microbial cleanliness BS EN 14683: 
2019 

Appendix D 

Fail / / 

Formaldehyde BS EN ISO 
14184-1:2011 

Pass / / 
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BVCPS (SHANGHAI)-QINGDAO BRANCH CONTACT INFORMATION FOR THIS REPORT 
General enquiry and invoicing:               
Nono Li                  86-532-58827956 nono.Li@bureauveritas.com 
Selina Zhao      86-532-58827925 Selina.zhao@bureauveritas.com 
Technical enquiry:       
Cathy Lv 86-532-58827092 cathy.lv@bureauveritas.com 
 

BUREAU VERITAS 
CONSUMER PRODUCTS SERVICES DIVISION 
(S.H.)-QINGDAO BRANCH 

 
 

  

 Millar Sun Lidia Zhang 
 Manager Analytical Lab manager 
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TEST METHOD REQUIREMENT RESULT  CONCLUSION 
Type IIR 

Bacterial filtration 
efficiency(BFE),
% 

BS EN 14683: 
2019 
Appendix B 

 
≥ 98 

1# 99.91 
2# 99.79 
3# 99.96 
4# 98.87 
5# 99.70 

 
Pass 

Differential 
pressure,  
Pa/cm2 

BS EN 14683: 
2019 
Appendix C 

＜60 
 
33.8 

 
Pass 

Splash 
resistance 
pressure, kPa 

BS ISO 22609: 
2004 

 
≥ 16 

 
>16.0 

 
Pass 

Microbial 
cleanliness, cfu/g 

BS EN 14683: 
2019 
Appendix D 

≤ 30 
 
40.4* 

 
Fail 

Formaldehyde 
BS EN ISO 
14184-1:2011 75mg/kg 

 
<16.0 

 
Pass 
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EXHIBIT  

 

 

 
 

* INDICATES DOES NOT MEET THE REQUIREMENT 

 
 

END OF REPORT 


